A major limitation in the use of stable isotope of water in ecological studies is the time that is required to extract water from soil and plant samples. Using vacuum distillation the extraction time can be less than one hour per sample. Therefore, assembling a distillation system that can process multiple samples simultaneously is advantageous and necessary for ecological or hydrological investigations. Presented here is a vacuum distillation apparatus, having six ports, that can process up to 30 samples per day. The distillation system coupled with the Los Gatos Research DLT-100 Liquid Water Isotope Analyzer is capable of analyzing all of the samples that are generated by vacuum distillation. These two systems allow larger sampling rates making investigations into water movement through an ecological system possible at higher temporal and spatial resolution.
Introduction
Stable Isotopes of water have been studied in the fields' of ecology and geology since the 1950's with increased attention over the last 30 years [1] [2] [3] [4] [5] [6] . Historically the samples were analyzed using isotope ratio mass spectrometry (IRMS) that requires the evolution of the sample into a gas. This process is very sensitive; however, it is also very time consuming [3] . With the advent of instrumenttation using off-axis integrated cavity output spectroscopy (OA-ICOS), such as the Liquid Water Stable Isoope Analyzer (LIWA) DLT-100 from Los Gatos Inc. or the L2130 from Picarro Inc., the time required to analyze samples is no longer the bottleneck in sample processing for stable isotope analysis [7] . Currently, the major bottleneck for studying stable isotopes has shifted to the time required for complete extraction of water from soil samples collected from the field [8] . The larger the number of samples taken in the field the greater the temporal and spatial resolution the samples will represent. There are several different extraction methods currently used to extract water from plant and soil samples. Examples of distillation methods include aziotropic and cryogenic distillation techniques [9] [10] [11] [12] . The objective was to develop a multi-port water extraction system capable of producing unfractionated water samples from multiple soil samples in a day. Presented here are the details of the design of a cryogenic vacuum distillation system. This system follows the port design developed by West et al. [8] having six ports that allow extraction of several sets of soil samples in a day. A manifold that allows the isolation of individual ports for troubleshooting and maintenance connects these ports.
Experimental

Build Details
Assembly of Extraction Port
The most basic component of the Vacuum Distillation System is the port as illustrated in Figure 1 . The port connects the ignition tube and the collection test tube to the vacuum. The ignition tube (Pyrex, Ignition Tube, 25 200 mm, Rimless, Heavy Wall, # 9860-25) contains the soil or plant material. It is connected to the glass "T" by a custom made Swagelok adapter (# 8 in Figure 1 ). The collection tube (Pyrex, Tube, 12 75 mm, Rimless, # 9820-12) contains the water extracted from the soil sample. It is connected to the glass "Tee" by another custom-made Swagelok adaptor (# 9 in Figure 1 ). The glass "Tee" is a custom-made glass piece made by "Q" Glass II, LLC. It is a 3/8-inch (~10 mm) glass tube connecting both the sample tube and the collection tube to the vacuum manifold. The glass "Tee" is then connected to another Swagelok adaptor (# 3 in Figure 1 ). The next piece is a Swagelok Union Tee (# 2 in Figure 1 ) allowing for the addition of a thermocouple gauge tube (# 5 in Figure  1 ) to the port through the use of another Swagelok adaptor (# 6 in Figure 1) . The port is then connected to a Swagelok Plug Valve (# 1 in Figure 1 ) that can isolate the port from the manifold.
Assembly of Manifold
The manifold (Figure 2 ) was made using seven Swagelok Plug Valves, one for each port plus one to release vacuum. The plug valves were connected using eight 3/8-inch (~10 mm) copper "Tee"s connected by 4 cm long copper tubing with the outside "Tee"s fitted with a cap. One of the copper "Tee"s faces the opposite direction and is connected to the vacuum (Edwards # 5). All of the copper fittings were sized and assembled prior to soldering. The completed manifold was then fastened to the frame to stabilize the system. The assembled port was connected to the manifold using the included swagelok compression ferrule and 3/8-inch (~10 mm) copper tubing that can be bent to fit multiple ports to the manifold (Figure 3a) .
Construction of Support Base
The base of the system was manufactured from plywood with the length of the base measuring 3.0 m and the width measuring 0.6 m (Figure 3b) . The platform that the ports and manifold are fastened to was 0.3 m wide and 3.0 m long with two braces in the middle for support. Given that the length of the sample tube and the collection tube are different, wooden 4 4 blocks were cut as stands for the water beaker and the liquid nitrogen Dewar (Figure 3b) . Adjacent to each port, a heating coil was fastened to the platform at an appropriate height to maintain boiling water in the beaker containing the sample tube. While cost can vary based on location and time the total cost for construction of the distillation setup was less than $10,000 USD, making this a reasonably priced solution for water extraction from soil samples for isotopic analysis. 
Soil Sample Collection and Preparation
Soil samples were collected from a field adjacent to the USDA-ARS research facility in Lubbock Texas, USA (33˚35 40 N, 101˚54'00 W). The soil texture was a sandy clay loam and was ground and passed through a 2-mm sieve before being oven dried at 225˚C for 24 hours. From the bulk sample, 10 g of soil was weighed and added to a pre-weighed ignition tube. The ignition tube was then weighed again. One mL of water was then added to the soil in the ignition tube and the weight was taken again. Glass wool was then added to the ignition tube to prevent soil loss during the extraction process and the ignition tube was weighed again. The ignition tube was then sealed with a rubber stopper and placed in a freezer until it is time for extraction.
Extraction Procedure
The process of extraction begins by removing the sample-tube from the freezer and placing in LN 2 (liquid Nitrogen). Next, the collection tube is placed on the port with a "dummy" sample-tube. The vacuum is applied to the system and allowed to draw down for 20 minutes to remove any possible water contamination. During this process the plug valve on the port was turned off to isolate the port from the vacuum to check for leaks. The port should hold vacuum at <0.013 kPa (100 milliTorr) or adaptors should be tightened until 0.013 kPa is achieved and maintained.
The vacuum is then released and the "dummy" tube is removed and replaced with sample-tube frozen in LN 2 . The LN 2 Dewar is placed under the sample-tube to maintain the temperature at -210˚C preventing any loss of water from the sample as vacuum is applied to the port. The vacuum is then drawn down <0.013 kPa and the system is again checked for leaks. If a leak is present it must be from the adaptor connected to the sample tube as the other junctions were tested previously. Once the port is isolated from the vacuum pump and is holding vacuum the LN 2 Dewar is removed from the sample side of the port and placed under the collection tube. A 1000 mL beaker was placed under the sample tube and boiling water was poured into the beaker up to the top of the heating mantle and a timer was started.
The amount of time the sample was allowed to distill was varied between 4 and 90 minutes for each soil sample. When the distillation time was complete the vacuum was released from the port and the collection tube was removed from the port, sealed with parafilm ® , and placed in a water bath to thaw. Once the collection tube is in the bath, the sample-tube is removed from the port and allowed to cool before weighing. All water samples that were collected were then analyzed using a LGR-DLT 100 Liquid Water Isotope Analyzer following the IAEA procedure for analysis of stable isotopes [13] .
Results and Discussion
When using vacuum distillation it is imperative that the resulting water extract be unfractionated. However, the distillation process follows a Rayleigh distillation curve where the heaver water (i.e., ) will condense first and the lighter water (i.e., ) being condensed last. This process creates a fractionated sample if the distillation process is stopped before all of the water has been evaporated from the sample and condensed in the collection tube. Calibration of the extraction timing is an essential first step to develop a protocol that can be used in the extraction system for stable isotope measurements. As an example of this protocol, results from the calibration of the different ports are shown in Figure 4 . These results clearly show that the minimum extraction time required to develop an unfractionated water sample from soil samples is 30 minutes, based on both the isotope signature as well as the percent water. There was no difference in the extraction times between the different ports regardless of the distance from the vacuum source. While the minimum extraction time was found to be 30 minutes, in our laboratory we use one hour as our standard extraction time. This allows enough time to start all six ports and the time necessary to make adjustments to a port before the hour is up on first port. 
Conclusion
The distillation apparatus described allows for a high throughput water extraction from soil samples. The system has six ports that allow us to extract 30 or more samples in a 8-hour working day using one hour as the standard extraction time. This system in conjunction with the LGR DLT-100 allows for the extraction and analysis of 30 samples per day making it possible to study water movement in the soil at a higher spatial and temporal resolution than has been previously used. Extraction times may vary based on the soil type, e.g., clay vs. sand, and as such calibration should be performed for differing soil types. The system described here can also be used to extract water form plant material such as leaves and stems; however, some concern has been noted about the interference of organics that can co-distill with the water causing errors in the spectroscopic analysis of these water samples [14, 15] . More recently, a study has shown that it is possible to calibrate the instrument for these types of contaminants and remove the interference from the measurement [16] . The possibility of using this extraction technique for analysis of samples from both soil and plant material makes this a simple cost effective system for in depth analysis of water movement through an ecosystem.
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